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 Satellite measurements from the infrared (IR) channels of the Advanced Very High
Resolution Radiometer (AVHRR)/NOAA have been used to derive many important
atmospheric, cloud, and surface parameters for weather prediction, climate modelling, and
a variety of environmental studies. Calibration accuracy of the satellite data directly affects
accuracies of the derived parameters. So far, very limited attention has been given to
the calibration uncertainties of the IR channels. In this study, we analyzed the calibration
data of AVHRR radiometers onboard polar orbiting satellites NOAA-9 to NOAA-16.
We utilized Global Area Coverage (GAC) data, approximately one orbit per month
throughout the lifetime of the instruments, available from the NOAA Satellite Active
Archive (SAA). AVHRR IR channels 3B, 4, and 5 are calibrated in-flight. Calibration
coefficients are derived from measurements of radiance emitted from an internal
calibration target (ICT) and deep-space (SP). The overall budget of uncertainties has been
evaluated using an in-flight calibration system that includes four thermal platinum
resistance thermometers (PRTs) to monitor the ICT temperature. The measurement noise
(NE �T) was found to vary from 0.03 K to 0.3 K at 300 K depending on the channel
and radiometer, and it increases significantly as temperature decreases. Systematic
degradation of the radiometric sensitivity of the IR detectors was observed during the
lifetime of a radiometer, although the annual rate of degradation is rather small (typically
below 1% per year). A significant correlation between the calibration gain and temperature
of a radiometer is often observed. The degradation of a sensor ’s radiometric sensitivity
reduces the radiometric resolution of the AVHRR measurements and expands the upper
limit of the measured brightness temperature. PRT measurements are subject to significant
orbital variation (up to 7 K) and inconsistency for some AVHRR radiometers. The
inconsistency was especially large for the AVHRR onboard NOAA-12 (up to 4 K) and
NOAA-14 (up to 3 K), but it is less than 0.5 K for NOAA-15 and -16. The inconsistency
may signify the presence of a thermal gradient across the ICT. Some systematic
differences between PRT measurements may also indicate inaccurate characterization of
the PRT sensors, for example for AVHRR/NOAA-11 and -14. The impact of the varying
thermal state of the AVHRR environment on the accuracy of AVHRR in-flight thermal
calibration was assessed. We found this impact to be significant (up to 0.5 K and more),
and proposed a physical model to explain it. We recommend this model for AVHRR
operational in-flight calibration, especially during solar radiative contamination events.
Estimates of the PRT thermal response time constant were derived and found to vary
between 0.5 and 1.5 min among AVHRR radiometers. Overall, we found somewhat higher
uncertainties in AVHRR thermal measurements than were assumed previously. 
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1. Introduction

 The Advanced Very High Resolution Radiometer
(AVHRR ) onboard the National Oceanic and Atmospheric
Administration’s ( NOAA) polar orbiting satellites is perhaps
the most widely used sensor for operational and long-term
monitoring of global at mospheric, oceanic and terrestrial
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environm ents from space [ Cracknell , 1997; Rao et al. , 1990;
Cihlar et al., 2002]. Many import ant parame ters assim ilated
in numerical weather prediction models, employe d in cli-
mate and other st udi es are extracted from the AVHRR
thermal data. As such, thorough understanding of uncertain-
ties in the thermal calibration data is of critical import ance.
So far, however, t his issue has been poorly addressed
[ Kidwell , 1998].
 The first AVHRR models launched on board Tiros-N,

NOAA-6, -8, -10 had four spectral channels. The second
model known as AVHRR/2 was deployed on NOAA-7, -9,
-11, -12, -14. The AVHRR/2 radiometers had 5 spectral
channels: (1) visible 0.55 – 0.68 mm, (2) near-in frared (NIR)
channel 0.725 – 1.10 mm, (3) shortwave infrared (channel
3B SWIR) 3.55 – 3.93 mm, (4) thermal infrared (IR) 10.3 –
11 . 3 mm, and (5) thermal infrared 11.5 – 12.5 mm. New
AVHRR/3 instru ments onboard NOAA-15 and -16 have an
ad dit i on al ch a nn el 3A i n th e 1. 58 5 – 1. 63 5 mm spectral
region. Channels 3A and 3B operate interchangeably during
the day (3A) and night (3B), respectively.
 Data from the AVHRR visible and NIR channels

have been used to determine different land surface param-
eters such as surface reflectance [ Trishchenko et al., 2002 ],
l an d co ve r t yp es [ C ihl ar, 20 00 ] , no r ma li sed diff ere nc e
vegetation index (NDVI) [ Kidwell , 1990] and absorbed
photosynthetically a ctive r adiation (APA R) [Li et al.,
1997], and to retrieve aerosol optical depth [ Ignatov and
Stowe , 2002a, 2002b; Stowe et al. , 1997], among other
para meters. One of the most im portan t applica tions of
AVHRR d ata from therm al c hanne ls 3B, 4 and 5 is
estimation of the global sea surface te mperature (SST)
[ Reynolds and Smith , 1993]. The thermal channels have
also been used to retrieve cloud cover information [ Ros-
sow, 1989; Trishchenko et al. , 2001], land surface temper-
ature, and thermal emissivity [ Qin and Karni eli, 1999 ].
Forest fire detection and monitori ng is also a very impor-
tant application of AVHRR thermal data [ Li et al., 2001 ].
Global clima te monitori ng and change detection require
SST and land surface temperatures with a high accuracy.
The generally accepted requirement is ±0.1 K [ Kidwell ,
1998; Vazquez and Sumagaysay, 2001].
 Unlike the short-wave channels (1, 2, and 3A) that are

not calibrated onboard, the thermal channels (3B, 4, and 5)
are calibrated in-flight using measureme nts of the internal
calibrati on target (ICT) and deep-space (SP) [ Cracknell ,
1997; Kidwell , 1998]. The thermal state of the ICT target is
monitored by four platinum resistance thermistors (PRTs).
Providing that the monitoring of the ICT temperature is
accurate , the measurement error is limited by the magnitude
of the noise equivalent delt a temperature (NE �T) for each
thermal channel. Other factors, such as nonblackness of the
ICT, that is, departure of its emissivity from unity, and
reflections from surroun ding elements contribute only about
10% of the total uncertainty [ Weinreb et al. , 1990]. Usually,
this uncertain ty is estimated during preflight te sts under
laboratory conditions. Some information about the accuracy
achieve d during preflight ground IR calibration is available
[ Brown et al., 1985, 1993; Kidwell , 1998 ; Walton et al. ,
1998; Sullivan , 1999]. However, the accuracy of AVHRR
operationa l I R measureme nts is not well characterized.
We addres sed this issue by conducti ng an analysis of
NE �T thr oughout the lifetime of AVHRRs from NOAA-9

to NOAA-16 ( except AVHRR/NOAA-10 which was an
AVHRR /1 type radiometer) based on Global Area Cover-
age (GAC) data available from the NOAA Satellite Active
Archive (SAA) .
 As we show below, the critical issue is the accuracy of

the ICT temperature monitoring because any uncertainty
in the ICT temperature directly converts into an uncertainty
in the pixel brightness temperature. Our analysis shows that
each PRT sensor, depending on its spatial location on the
ICT, responds differently to thermal forcing. This forcing is
caused by changes in solar heating and radiative cooling,
which in turn depend on solar illumination conditions along
an orbit and the relative position between the Sun and
orbital plane for a given time of the year. An analysis of the
correlation between PRT t e mperature s reve als comple x
thermal processes within the ICT, which impact negatively
on the accuracy of AVHRR thermal calibration.
 The paper is organised as follows. Section 2 outlines

the general principles of thermal cali bration of AVHRR
radiometers. Section 3 analyses the NE �T for each thermal
channel. Section 4 presen ts an analysis of ICT temperature
data. The solar contamina tion effect and its impact on the
accuracy of thermal calibrati on are also addressed in this
section, together with an application of a sensor response
model and the derivation of the sensor ’s time respon se
constant. In section 5, long-term trends in thermal channel
calibration gains are examined. Section 6 concludes the
paper.

2. The Principles of AVHRR Thermal Calibration

 The physical principles of AVHRR thermal cali bra-
tion are described by Kidwell [1998], Cracknell [1997], and
Planet [1988]. Some useful notations and formulae used
throughout the paper are intro duced here.
 We denote the spectral response function of channel i

as ri ( l). The normalized spectral response functions for
AVHRR NOAA-14 and -16 channels 3B, 4, and 5 are
presented in Figure 1. In-flight calibration of the thermal
channels is based on the measurements of radiation emitted
by the ICT and by deep space. The ICT operates approx-
imately at the te mp erature of the ra diometer ’s internal
en v ir o nm en t , w hi ch va r i es us ua ll y be t w ee n 28 6 K an d
300 K. The thermal detectors are typicall y maintained at a
te mperature of 1 07 K by a radiant cooler su bsystem
[ Cracknell , 1997].
 T h er e a r e 1 0 s am pl e s o f SP a nd I CT co un t s as

measured by the radiometer in every AVHRR scan line.
They represent a digitized output of the radiometer when the
scanning mirror views the SP and the ICT targets. The
average of the 10 samples is usually used for cali bration. To
mak e cali brat ion le ss sen si tiv e to nois e effects , a mor e
robust approach is recomme nded [ Trishchenko , 2002].
 Four PRTs imbedded in the ICT are used to monitor

its temperature. Thre e samples of digita l counts from each
PRT are added to the output data stream for each scan line
(minor data frame). The samples from only one PRT are
included in each minor data frame, creating a sequence of
four data sets and follo wed by a null data set in the output
data stream in high-resolution picture transmission (HRPT)
data. Therefore, digital counts are available from each PRT
once for every 5 minor frames (5/6 of a second). The PRT
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data are used to uniquely determine the ICT temperature ,
TICT. To make it consistent with PRT observations, oft en 50
samples (5 scanlines) inste ad of 10 samples (1 scanline) are
used to compute the avera ge blackbody counts. The PRT
sequence in GAC data differs from that of HRPT, since only
every third scan line is included in the output data stream.
The radiation RICT

i received by channel i detector from the
ICT with unit emissivity (blackbody) is

Ri
ICT ¼

Zlmax

lmin

B l; TICTð Þri lð Þd l; ð1Þ

where

B l; Tð Þ ¼ c1 n 3

exp c2 n
T

� �
� 1

is the Planck function,

c1 ¼ 1: 1910659 � 10� 5 mW m � 2 sr �1 cm4 ;

c2 ¼ 1: 438833 cm �� K :

The following expression is recommended for conversion of
PRT counts into temperature for all 4 PRTs [ Kidwell , 1998]:

TPRT ¼ a 0 þ a1*PRT þ a2*PRT 2 þ a3*PRT 3 þ a4*PRT 4 : ð2Þ

The ICT temperature, TICT, is derived as an average of the 4
PRT temperatures [ Kidwell , 1998]:

TICT ¼ 1=4 T PRT 1 þ T PRT 2 þ T PRT 3 þ TPRT 4ð Þ: ð3Þ

To compute radiometer channel calibrati on gains, G ( i) , and
offsets, I ( i ) , NOAA recommends using a small nonz ero
radiance value for the space target radianc e, RSP. These
values are instrument- and channel-specific [ Kidwell , 1998].
The cali bration gain and offset values are determined from
the following equations:

G ið Þ ¼ R 
ið Þ
ICT � R 

ið Þ
SP

C 
ið Þ
ICT � C 

ið Þ
SP

; ð4aÞ

I ið Þ ¼ R 
ið Þ
SP � G ið Þ � C ið ÞSP ; ð4bÞ

where CICT
(i) is the digita l count for the internal calibrati on

target and CSP
(i ) is the digital count for the space target.

 The final step of calibration consists of a nonlinear
correction that converts linear radiance Rlin into corrected
radiance R for every pixel in channel i:

R ið Þ ¼ A ið Þ � R ið Þlin þ B ið Þ � R 
ið Þ
lin

� �2

þ D ið Þ; ð5Þ

where the linear radianc e is

R 
ið Þ
lin ¼ G ið Þ � C ið ÞP þ I ið Þ: ð6Þ

Coefficients A (i ) , B( i ) , and D ( i ) are known constants [ Kidwell ,
1998; Sullivan , 1999; Goodrum et al., 2000]. CP

( i) is the
observed pixel response in counts. Nonlinear correction s for
NOAA-9, -11 and -12 were implemented in data processing
through look-up table approach instead of applying
equation (5) [ Kidwell , 1998].
 Although similar in principle, the thermal calibrati on

procedure is slightly different for the KLM satellite series
AVH RR/3 . Th ere is an effect ive bla ckb ody t emp erat ure
correction and an alternate nonlinear radiance correction
equation as described in the NOAA KLM User ’s Guide
http://www2.ncdc.noaa .gov/docs/intro.htm).
 Equation (1) assumes that al l radiation observed by

AVHRR thermal channel i is emitted by ICT with emissivity
e = 1, thus neglecting its departure from a perfect black-
body. The real situation is more complicated. A small
departure of e from 1 causes reflection of thermal radiation
emitted by the AVHRR interior. As such, a more accurate
expression would be

Ri
ICT ¼

Zlmax

lmin

e lð ÞB l; TICTð Þ þ 1� e lð Þð ÞL lð Þ½ 
ri lð Þdl; ð7Þ

Figure 1. Spectral response functions for the AVHRR
thermal channels (a) 3B, (b) 4, and (c) 5 onboard NOAA-14
(solid line) and NOAA-16 (dotted line).



where (1 � e ( l)) L ( l) is the total radiation reaching the ICT
surface and reflected back toward the detector. When the
I C T a nd it s e nv ir o nm en t i s in a p pr ox im a t e t h er ma l
equilibri um, that is, B ( l, T ) � L ( l), then equation (7) is
equal to equation (1).

3. Noise Equivalent Error NE �T

 The NE �T error can be derived from equations (1)
to (5) assuming statistical independence and normal distri-
bution of noise in the SP, ICT and PRT measureme nts.
 The expression for the uncertainty dR follows from

equation (5):

d R ¼ A þ 2BRlinj jd Rlin � d R lin ; ð8Þ

since parameter B is small, and parameter A is close to 1. In
equation (8) we omitted index ‘‘i’’ denoting the channel
selection.
 Given the fol lowing expression for linear radianc e:

Rlin ¼ f TICT ; Cp ; C ICT ; Csp

� �
¼ Rsp þ R ICT � Rsp

� � Cp � Csp

CICT � C sp
ð9Þ

and assuming statistical independence and normal distribu -
tion of d -variations, the tota l uncertainty for linear radiance
can be written as:

d Rlin

¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
f 0TICT

� �2

d T 2ICT þ f 0CICT

� �2

d C 2ICT þ f 0C sp

� �2

dC 2sp þ f 0Cp

� �2

d C 2p

r
:

ð10Þ

The d TICT error term in equation (10) is cause d by noise in
the PRT measurements. A ssumption a bout statistical
independence of d -variations was confirmed by data
analysis that showed very low level of correlation between
ICT and SP noise at the level of 10�3 to 10 �2.
 To determine the noise equivalent error, we analyzed

the standard deviations dC of ICT, SP, and PRT counts, for
every scan line within a single GAC data file. Statistics for
various AVHRR radiometers a re presen ted in Ta ble 1.
Values in Table 1 are the average standard deviations for
individual GAC data files. There are two values for each
parameter to show typical range of variability; they were
computed for GAC data files taken at the beginn ing and end
of instrument operations to account for possible changes in
instrum ent measurement properties throughout its lifetime.
 An e xa mple of standa rd deviations for AVHRR

NOAA-16 on 5 February 2002 is shown in Figure 2. The

left panels of Figure 2 contain SP counts and the right
panels contain ICT counts. Panels from top to bottom are for
channels 3B, 4, and 5. Switching to the channel 3A mode
causes gaps in SP and ICT data for channel 3B in the two
top panels (a – b). Channels 3A and 3B cannot operate at the
same time.
 The instrument noise charac teristics for SP and ICT

observations are similar. These observations represent two
extreme situations, corresponding to high and low radiance
levels. We may assume that the noise level is also of the same
magnitude for interme diate input signals. Ther efore, the
signal-to-noise ratio i s greater for l ow pixel brightness
temperature and smaller for higher brightness temperatures.
Noise for channel 3 on AVHHR/2 varies within a range of 2
to 4 counts. The largest d C values for channel 3 were found
for NOAA-9, -12, -14, and t he smallest ones were for
NOAA-11. Noise for chan nels 4 and 5 of AVHRR/2 are
typically less than 0.5 coun t, except f or NOAA-12 where it
slightly exceeds this level. The magnitude of the noise in
channel 3B of the AVHRR/3 model is much smaller and
closer to values observed in channels 4 and 5. For NOAA-16,
the noise in channel 5 exceeds the noise in channels 3B and 4.
 U n ce r t ai nt i es in t he P RT co un t s a r e qu it e sm al l ,

causing a negligible error in pixel bri ghtness temperature
(less than ±(0.01 to 0.02) K). We neglect this error by
omitting the first term in equation (10). Note that the actual
accuracy of ICT temperature measurements is not identical
to the PRT noise error; this will be discussed further.
 Let us assume that the noise error for each type of

calibration sample data and pixel count is the same, and
denoted as dC . Equation (10) then becom es

d Rlin ¼ d C

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
f 0CICT

� �2

þ f 0Csp

� �2

þ f 0Cp

� �2
r

: ð11Þ

The derivatives are given by

f 0CICT
¼ �G

Cp � CSP

CICT � CSP

; f 0CSP
¼ G

Cp � CICT

CICT � CSP

; and f 0Cp
¼ G ;

ð12Þ

where the gain G is determined by equation (4a). By
introducing the variable

e ¼ Cp � CSP

CICT � CSP

; ð13Þ

we obtain the following expression for:

dRlin ¼
ffiffiffi
2

p
G dCð Þ

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
1� e 1� eð Þ

p
: ð14Þ

Table 1. Statistics of Noise in the AVHRR Thermal Calibration Measurementsa

Platform

Channel 3B Channel 4 Channel 5

PRTSP ICT SP ICT SP ICT

NOAA-9 2.2–4.2 2.0–3.9 0.1–0.3 0.2–0.3 0.4–0.6 0.5–0.6 0.1–0.2
NOAA-11 1.6–2.1 1.5–2.3 0.1–0.2 0.1–0.2 0.4–0.5 0.4–0.5 0.1–0.2
NOAA-12 2.8–3.9 2.3–3.9 0.5–0.6 0.6–0.7 0.5–0.6 0.4–0.5 0.2–0.3
NOAA-14 2.5–3.2 2.3–3.1 0.2–0.5 0.2–0.3 0.4–0.5 0.4–0.5 0.3–0.4
NOAA-15 0.7–0.9 0.6–0.7 0.03–0.1 0.1–0.2 0.3–0.4 0.3–0.4 0.1–0.2
NOAA-16 0.4–0.5 0.4–0.5 0.5–0.6 0.4–0.5 0.7–0.8 0.6–0.7 <0.1

aResults are given in counts.



 The NE �T error computed according to equa tion
(14) is presented in Figure 3. The panels from top to bottom
are (a) for channel 3B, (b) channel 4, and (c) channel 5. The
NE�T error is shown as a function of pixel brightness
temperature. In the calculations, we employed average
numbers for the standard deviation dC shown in Table 1.
Equation (14) also contains the calibration gain G. We used
average values of gain over the instrument lifetime, pre-
sented in Table 2. The NE�T for channels 4 and 5 is within
the NOAA established threshold of 0.12 K at 300 K for all
radiometers considered [Kidwell, 1998], although NE�T
for channel 5 of NOAA-16 is slightly larger (�0.13 K). The
NE�T for channel 3B is noticeably larger than the thresh-
old (0.12 K) except for AVHRR NOAA-15 and -16. The
NE�T values for channel 3B may be as high as 0.3 K
(NOAA-9 and -12). When the brightness temperature of a
pixel decreases, the NE�T error sharply increases; it may
be as high as 0.2 K for channels 4 and 5 and 1–3 K at
250 K for channel 3B. The NE�T errors for channels 4 and
5 of AVHRR NOAA-15 and -16 are larger than the NE�T
errors of channel 4 and 5 for all other considered radio-

meters. The corresponding NE�T error for channel 3B of
AVHRR NOAA-15 and -16 is the smallest among channel
3B NE�T errors.

4. Accuracy of the ICT TemperatureMonitoring

 Preflight testing and calibration is performe d when
the instrument is in a state of thermal equilibrium [Walton et
al., 1998]. In the case of in-flight operation, the radiometer
temperature experiences periodic oscillations caused by the
satellite moving in and out of sunlight during an orbit. It is
generally believed that the AVHRR calibration system can
handle these circumstances correctly, although we are not
aware of any ground tests to support this. Another type of
variation is caused by solar blackbody contamination,
described by Steyn-Ross et al. [1992], Kidwell, [1998],
Cao et al. [2001] and analyzed by Trishchenko and Li
[2001]. It results from sunlight impinging on the AVHRR
interior during calibration scans on certain parts of the orbit.
This short-term radiative impact may last only a few
minutes but can induce a significant perturbation in the

Figure 2. Standard deviations of SP counts for channels (a) 3B, (c) 4, and (e) 5 and ICT counts for
channels (b) 3B, (d) 4, and (f ) 5 for AVHRR NOAA-16. Data are for 5 February 2002. Gaps for channel
3B SP and ICT data correspond to the periods of channel 3A activation, when channel 3B is turned off.



calibration data, comparable to or larger than the total range
of variation during the entire orbital cycle. Therefore, a
major question that has not been addressed so far is: What is
the accuracy of in-flight calibration under a variable thermal
environment?
 In principle, the calibrati on system is suppos ed to

handle all possible changes in the state of an instrument. In
practice, however, it is not always possible to do so. The

limiting factor seems to be the accuracy of the ICT temper-
ature monitored by the PRTs. Figure 4 shows the variations
in PRT temperatures within a single orbit for AVHHR
radiometers. Each of 6 panels shows four PRT temperatures
for each radiometer. An important point here is that the
amplitude of ICT temperature variations within a single
orbit may easily reach several degrees. The spread among
temperature curves corresponding to individual PRT sensors
is also quite significant. Such behavior convincingly dem-
onstrates the existence of temperature variations and inho-
mogeneity of the temperature field within the ICT. The data
for an individual orbit may differ from the results shown in
Figure 4 in either way due to seasonal cycle and systematic
orbit precession throughout of satellite lifetime, however we
believe that Figure 4 gives a quite fair picture of observed
perturbations.
 Figure 5 summariz es the variati ons in inst rument

thermal state throughout the lifetime of each instrument
with four panels. The top panel (a) shows changes in
average ICT temperature over the entire instrument lifetime.
Long-term trends superimposed with seasonal type varia-
tions are evident. Panel (b) displays the amplitude (�T =
Tmax � Tmin) of ICT temperature variation within a single
orbit. The ICT temperature in panel (b) is computed
according to equation (3) by averaging PRT temperatures.
Panels (c) and (d) show respectively the minimum and
maximum spread among four PRT temperatures within a
single orbit. Variations in the ICT thermal state within a
single orbit may reach 7 K (AVHRR NOAA-12) as shown
in panel (b). For the AVHRR/2 radiometers in general, this
parameter fluctuates between 2.5 K and 7 K. For AVHRR/3
(NOAA-15, -16), the variation in the ICT temperature is
smaller (1 to 3 K). This attests to the important fact that
calibration of the AVHRR thermal channels takes place
under nonstationary thermal conditions, with two conse-
quences. First, the temperature of the massive calibration
target (diameter �20 cm, Cracknell [1997]) cannot be
monitored precisely in the presence of time-dependent
thermal gradients, unless the PRTs have a very short
response time to reach thermal equilibrium. Second, non-
linear relationships exist between PRT temperatures, which
lead to errors in determining ICT temperatures through the
linear average given by equation (3).
 Figure 5c indicates that AVHRR radiometers aboard

NOAA-9, -15, and -16 have a small spread among PRT
temperatures (typically less than 0.2 K), but the spread for
others is much larger, up to 1.5 K for AVHRR NOAA-12.
The difference persists over time, an indicator of possible
bias in PRT calibration or persistent temperature gradients
across the ICT surface. In either case, this impairs the thermal

Figure 3. The NE�T error versus pixel brightness
temperature for various AVHRR radiometers computed
according to equation (14) for channel (a) 3B, (b) channel 4,
and (c) channel 5.

Table 2. Estimated Average Values of the AVHRR Channel Gains

Used in Computation of NE�T

Platform

Channel 3B,
mWm�2 str�1

count�1 cm

Channel 4,
mWm�2 str�1

count�1 cm

Channel 5,
mWm�2 str�1

count�1 cm

NOAA-9 �0.00145 �0.165 �0.195
NOAA-11 �0.00150 �0.175 �0.180
NOAA-12 �0.00165 �0.160 �0.180
NOAA-14 �0.00162 �0.165 �0.180
NOAA-15 �0.00240 �0.200 �0.215
NOAA-16 �0.00245 �0.185 �0.195



calibration accuracy. One may consider the global minimum
of the spread as an indicator of the accuracy of PRT temper-
ature monitoring. Table 3 contains the overall minimum
values and the average and median single orbit minimum
spreads computed over the instrument lifetime. The analysis
suggests a systematic bias of �0.3 K in the ICT temperature
determination for AVHRR aboard NOAA-11 and -14.
 If the te mpo r al var ia tio ns in PRT te mper at ure are

significant in a state of thermal nonequilibrium, the behavior
of a detector must be described by a PRT/ICT system
response time model to determine the actual temperature of
the ICT. We propose to apply the following model [Brock,
2001]:

T 0 tð Þ ¼ T0 tð Þ � T tð Þ
t

; ð15Þ

where T 0(t) is time derivative of the measured ICT temper-
ature, T(t); T0(t) is true temperature of ICT surface; t is PRT/
ICT system response time constant. t denotes time.

 The physical meaning of equation (15) is that the
difference between sensor-reported and actual ICT temper-
atures is proportional to the rate of temperature change and
the PRT/ICT system response time constant. This parameter
characterizes the sensor’s ability to respond promptly to
changes in ICT temperature. Sensors with a large response
time constant react slowly to temperature changes, thus
introducing a delay and distortion in the temporal temper-
ature change. To follow closely the real ICT temperature,
the sensor response time must be small. Fully accurate
measurements are possible only when t is zero or at least
much smaller than the perturbation period.
 Equation (15) provide s a simple solution for the true

temperature:

T0 tð Þ ¼ T tð Þ þ tT 0 tð Þ: ð16Þ

 Equation (16) includes a compo nent propo rtional to
the PRT response time constant and rate of temperature

Figure 4. Variation in PRT temperatures for a single GAC data file. Solar contamination is observed as
a sudden jump in temperature. Temperatures for individual PRT sensors are shown for (a) NOAA-9, (b)
NOAA-11, (c) NOAA-12, (d) NOAA-14, (e) NOAA-15, and (f ) NOAA-16. Year and day of year (DOY)
are also shown.



change T 0(t) to characterize the sensor thermal inertia. This
model is appropriate for thermal channels 4 and 5, which
are not sensitive to solar radiation. The model can also be
applied to channel 3B only when no solar contamination of
the ICT measurements occurs. In the case of solar contam-
ination of channel 3B, equations (15) and (16) are not
applicable because they do not account for any external
source of radiation, such as stray light or reflected solar
radiation. A method based on Fourier transform filtering
technique [Trishchenko and Li, 2001; Trishchenko, 2002]
may be applied in this later case. There are indications that
solar contamination may also partially affect the Earth view
observations [Kilpatrick et al., 2001].
 To es ti ma te the va l ue of t he P RT r es po ns e t i me

constant, we analyzed the time derivative of the ICT
temperature and channel 4 and 5 gains. The results indicate

that during solar radiative contamination, channel gain and
the derivative of the ICT temperature T 0(t) experience
synchronous perturbation. Once we apply the PRT/ICT
system response time model and equation (16), the spikes
in the instrument gain can be eliminated by choosing an

Figure 5. Various parameters describing the ICT thermal state. (a) Single orbit average ICT temperature
during the AVHRR lifetime. (b) Variation of ICT temperature within a single orbit (�T = Tmax � Tmin).
(c) Minimum spread among the PRT temperatures within a single orbit. (d) Maximum spread among the
PRT temperatures within a single orbit.

Table 3. Statistics of Minimum Spread Between PRT Tempera-

tures Within a Single Orbit Over the Instrument Lifetime

Platform
Overall

minimum, K
Average Single Orbit
Minimum spread, K

Median Single Orbit
Minimum Spread, K

NOAA-9 0.01 0.09 0.08
NOAA-11 0.31 0.45 0.36
NOAA-12 0.10 0.67 0.49
NOAA-14 0.31 0.59 0.47
NOAA-15 0.07 0.14 0.12
NOAA-16 0.04 0.07 0.07



appropriate time constant. This is illustrated in Figure 6 for
channel 4 gains. The results for channel 5 (not shown) were
similar. The time constants t were derived by computing
series of instrument gain for various t (from 5 s to 2 min)
and choosing t that removed unphysical variation of cali-
bration gain during the period of solar contamination.
Figure 6 shows panels for each AVHRR under consider-
ation, with three curves per panel: (1) calibration gain taken
from GAC data file, which was computed according to the
standard definition given by equation (4); (2) time deriva-
tive of the ICT temperature determined according to equa-
tion (3); and (3) calibration gain computed with the
corrected ICT temperature from equation (16). A high

degree of correlation between the original gain and the time
derivative of the ICT temperature is observed. Assuming
that spikes in the original gain profile are caused by thermal
inertia effects described by equations (15) and (16), the PRT
time response can be estimated.
 The values of the PRT response time constan t that

remove spikes in the gain profiles for a GAC orbit are �30
(±3) s for the AVHRR/2 radiometers, �90 (±9) s for
AVHRR/3 NOAA-15 and �75 (±7) s AVHRR/3 NOAA-
16. Values of T 0(t) were derived after applying Fourier
transform filtering (FTF) to the ICT temperature time series
to remove random noise and to apply curve smoothing
necessary for numerical differentiation. The cut-off time

Figure 6. Variation in channel 4 gain G4 and ICT temperature derivative. Uncorrected (dashed) and
corrected (solid line), according to equation (16), values of gain G4 are plotted for (a) NOAA-9, (b)
NOAA-12, (c) NOAA-14, (d) NOAA-15, and (e) NOAA-16. Derivative T 0(t) is plotted as dash-dot line.



period in the FTF procedure was set to one minute [Trish-
chenko, 2002]. The results for all AVHRR radiometers
under consideration (Figure 6) confirm that thermal inertia
of PRT measurements is the major source of calibration gain
perturbation. There are still some irregular variations in
calibration gain after applying the correction. These may
represent uncertainties arising from numerical differentia-
tion of a discrete function and from nonlinear effects during
the ICT heating/cooling, neither of which are accounted for
in equation (3).
 Analysis of ICT temperature values indicates that the

ICT temperature is monitored with an uncertain ty greater
than the documented NE�T error. Two major sources of
this uncertainty are the variable thermal state of the ICT, and
possible inconsistencies in PRT calibration. The investiga-
tion of specific sources and quantities of errors is beyond of
the scope of this study, since it cannot be based solely on
available in-flight calibration measurements. The uncer-
tainty due to the variable thermal state of the ICT includes
two kinds of errors due to (1) the thermal inertia of the PRT
system and (2) a nonlinear relationship between mean ICT
temperature used in the calibration and the individual
temperatures reported by the PRTs. The thermal inertia of
the PRT/ICT system may introduce errors of ±0.5 K or more
(Figure 6). A substantial spread between individual PRT
temperatures (Figure 5) supports the hypothesis that a
significant thermal gradient may exist across the ICT sur-
face. The ICT used currently in the calibration of the
AVHRR radiometers has a geometrical size (�20 cm),
which is close to the width of the entire AVHRR system
[Cracknell, 1997]. The thermal state of such a massive and
extended calibration target is difficult to control under
nonstationary thermal conditions. This is especially true
for AVHRR/2 system, where inconsistencies between PRT
sensors are large. Inconsistencies between various PRTs for
the AVHRR/3 system are much smaller.

5. Long-Term Trends in Thermal
Calibration Coefficients

 Temporal variations occur in the instrument calibra-
tion gain coefficients associated with spacecraft orbital
motion (Figure 4 and Figure 6). They are linked to fluctua-
tions in the AVHRR thermal state caused by cycles of solar
heating followed by thermal cooling. Temporal variations of
longer periods also exist. They represent a seasonal cycle
related to the change in the Sun’s position relative to the
spacecraft orbital plane, as well as a systematic radiometric
drift (degradation) of the calibration system. The mean ICT
temperatures and calibration gains fluctuate during the life-
time of an instrument (Figure 7). The average temperature
per orbit is shown in Figure 7a and the calibration gains for
channels 3B, 4, and 5 are shown in Figures 7b–7d,
respectively. Data points in Figure 7 represent averages of
a single orbit taken approximately once a month except for
AVHRR/NOAA-16, where orbits were sampled more fre-
quently because of the shorter time interval of available
data. Long-term changes due to sensor degradation are
evident in these panels.
 To separate the contribution due to season al temper-

ature changes from that due to sensor degradation, we
applied a two-parameter linear regression model:

G T ; tð Þ ¼ G0 þ GT � T � Tmeanð Þ þ Gt � t � t0ð Þ; ð17Þ

where T denotes temperature and t time. The coefficient GT

determines the influence of temperature on the calibration
gain, and Gt represents the level of sensor degradation with
time. The estimates of the magnitude for coefficients GT and
Gt, and the r2 statistics for the two-parameter linear
regression model (equation (17)) are given in Table 4.
Except for AVHRR/NOAA-9 and channel 4 of NOAA-12,
the discussed regression model explains very large part of
the variance, from 80% to 99%. Therefore, in general the
model is indeed justified. Smaller r2 values for NOAA-9
and ch.4 of NOAA-12 may be explained by the strongest
observed solar blackbody contamination effect for these
radiometers.
 R es u l t s pr es e nt ed i n Ta bl e 4 sh ow th at t h e I CT

temperature exerts a positive influence (reducing the abso-
lute magnitude of the negative gain) on channel 3B cali-
bration gain. With a few exceptions, the ICT temperature
exerts a negative influence (increasing the magnitude of the
negative gain) on channel 4 and 5 gains. Exceptions were
observed for channel 5 of AVHRR/NOAA-11 and AVHRR/
NOAA-14, where has small positive values of +0.01% K�1

and +0.11% K�1, respectively. Sensor temporal changes
characterized by coefficient Gt are negative for channel 3B
in all AVHRR radiometers studied. They are also mostly
negative for channels 4 and 5 with the exception of channel
4 of AVHRR/NOAA-9 and -16, and channel 5 of AVHRR/
NOAA-15. A negative temporal trend indicates a degrada-
tion of the sensor’s sensitivity with time. Except for channel
3B of AVHRR/NOAA-16, the rate of degradation is
between �0.32% yr�1 and �0.85% yr�1. The value for
AVHRR/NOAA-16 (�1.4% yr�1) must be interpreted with
caution since it is derived from a small sample covering less
than one year. While degradation of sensor sensitivity with
time is quite an understandable phenomena, the temperature
dependence of calibration gain reported in this paper is quite
an interesting new fact, that has no trivial explanation.
 The cali bration gain determines the scale of trans-

formation between instrument counts and physical quanti-
ties. As such, the variation in gain affects the measurement
limits. The zero radiance level is linked to the SP signal;
therefore the lower observational level is always fixed.
Since the observable radiance dynamic range �R is propor-
tional to G�C, where �C = 1023 is the interval of
measured counts for 10-bit data, variability in gain results
in the migration of the maximum observable radiance and
brightness temperature.
 The dynamic range of brightness temperatures that

can be detected in channels 4 and 5 exceeds that observed
for typical targets at the top-of-the-atmosphere (TOA) level,
and consequently these channels do not reach the saturation
limit. However, that is not the case for channel 3B in which
both the solar reflected and thermal emitted radiation are
significant. The equivalent brightness temperature of the
solar constant in channel 3B is about 350 K to 360 K. As
such, the sum of solar reflected and thermal emitted
components may saturate the channel 3B detector. In
particular, the saturation limit of channel 3B is important
for remote sensing of forest fires and cloud microphysical
properties. Figure 8 shows average values of maximum
observable temperatures for a single orbit in channel 3B.



Upper and lower limits within a single orbit are also shown
in Figure 8 as dotted curves, and the range between
maximum and minimum values is marked as vertical
arrows. Variations in the maximum observable temperature
for AVHRR/NOAA-9, -11, and -12 within a single orbit
may reach approximately ±1.5 K. This is mostly caused by
solar contamination of the ICT observations in GAC data

[Trishchenko and Li, 2001; Cao et al., 2001; Trishchenko,
2002]. Variations within a single orbit are significantly
smaller for other radiometers (less than ±0.5 K).
 The maximum observable temperature in channel 3B

for AVHRR/3 (NOAA-15, -16) is significantly higher than
for AVHRR/2 (NOAA-9, -11, -12, -14). It is around 336 K
to 337 K for AVHHR/3 versus 321.5 K to 322.5 K for

Figure 7. Long-term changes in (a) single-orbit mean ICT temperature and single-orbit mean
calibration gain for NOAA-9 to -16 AVHRR channels (b) 3B, (c) 4, and (d) 5.



AVHRR/2. As such, the AVHRR/3 reaches saturation at
higher brightness temperatures and is more suited for
remote sensing studies that require wider dynamical range.

6. Summary

 Observations made in AVHRR thermal channels are
important for weather forecasting and climate monitoring.
Despite their significance and extensive applications, the
accuracy of the in-flight calibration had not been rigorously

investigated. This study attempted to gain insight into some
particular calibration issues, including in-flight noise equiv-
alent error (NE�T), the consistency of PRT-based monitor-
ing of the Internal Calibration Target (ICT) temperature, and
long-term variations in calibration gains and dynamic range
of the AVHRR.
 T he st u dy f o cu se d on t he an al y si s o f AV HR R / 2

(NOAA-9, -11, -12, -14) and AVHRR/3 (NOAA-15, -16)
radiometers. We utilized GAC data, approximately one orbit
per month throughout the lifetime of the instruments, from
the NOAA Satellite Active Archive (SAA).
 The overall finding of the error budget study is that

AVHRR calibration measurement uncertainties are some-
what higher than assumed previously and exceed the level
±0.1 K required for climate change monitoring, even for
new the AVHRR/3 (KLM series) radiometers.
 Analysis of the NE �T error revealed that the thr esh-

old of 0.12 K at 300 K as stated by the instrument
manufacturer was met for channels 4 and 5 most of the
time; while for channel 3B of AVHRR/2 it was generally
higher with a value of 0.15 K–0.3 K. The NE�T error
increases significantly at lower temperatures.
 Analysis of the PRT measurements uncovered com-

plex thermal fluctuations within the ICT. PRT observations
show much better consistency for the AVHRR/3 radiometer
than for AVHRR/2. This finding calls for a careful reanalysis
of calibration data from AVHRR/2 radiometers to produce
historical thermal data sets for climate change studies.
 A major source of error in the calibrati on data is solar

contamination of the ICT. The current calibration approach,
as implemented in the AVHRR data processing, introduces
large uncertainties (up to ±0.5 K and more) due to thermal
inertia effects from rapid changes in the ICT temperature.
We proposed a physical model that accounts for the thermal

Table 4. Coefficients of Linear Regression for the AVHRR

Calibration Gains

Spacecraft GT, % K�1 Gt, % year�1 r2

Channel 3B
NOAA-09 0.28 �0.81 0.49
NOAA-11 0.10 �0.32 0.48
NOAA-12 0.18 �0.34 0.81
NOAA-14 0.73 �0.81 0.92
NOAA-15 0.02 �0.85 0.92
NOAA-16 0.07 �1.49 0.99

Channel 4
NOAA-09 �0.35 0.38 0.23
NOAA-11 �0.57 �0.44 0.99
NOAA-12 �0.30 �0.08 0.63
NOAA-14 �0.01 �0.33 0.93
NOAA-15 �0.45 �0.17 0.98
NOAA-16 �0.34 0.17 0.81

Channel 5
NOAA-09 �0.04 �0.50 0.42
NOAA-11 0.01 �0.76 0.92
NOAA-12 �0.12 �0.26 0.77
NOAA-14 0.11 �0.46 0.98
NOAA-15 �0.31 0.25 0.84
NOAA-16 �0.07 �0.47 0.74

Figure 8. Maximum observable temperature in channel 3B for AVHRR/2(NOAA-9,-11,-12, and -14)
and AVHRR/3 (NOAA-15 and -16) radiometers. Upper and lower dotted curves indicate a range of
variation within single orbit.



inertia effect. An estimated value for the AVHRR response
time constant t is around 0.5 min for AVHRR/2 and around
1.25–1.5 min for AVHRR/3. We estimate the uncertainty of
the derived response time constant values to be between 5
and 9 s or around 10%. The model is recommended for
operational use to improve thermal calibration accuracy and
to better correct the influence of solar contamination. This
technique also requires the implementation of a special
smoothing procedure to obtain accurate results for the time
derivative of ICT temperature T 0(t).
 Long -term t rends in th e calibration gains of IR

channels 3 to 5 wer e e va luated. In general, a small
degradation of the sensor radiometric sensitivity was
detected in almost all cases, though the rate of degradation
is usually quite low (typically below 0.85% year�1), except
for channel 3B of AVHRR/NOAA-16. Data for the latter
case must be interpreted with caution due to a short
observation interval. Variation in calibration gain leads to
fluctuations in maximum observable target brightness tem-
perature (upper bound of the dynamic range of temperatures
that can be measured by the sensor). This is especially
important for channel 3B, which may saturate during day-
time and for forest fire hot spot pixels. The maximum
observable temperature in channel 3B of AVHRR/2 varies
between 321.5 K and 322.5 K. Newly launched radiometers
show an increased maximum temperature limit of 336 K-
337 K.
 The incorporation of the derived results and pro-

posed improvements into AVHRR thermal calibration
should result in better accuracy of derived data sets,
improved consistency between various AVHRR missions,
and lead to more reliable estimates of long-term changes in
the Earth’s climate system.
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